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Abstract 

Objective: To identify which noninvasive ventilation (NTV) masks are most commonly used and the problems 
related to the adaptation to such masks in critically ill patients admitted to a hospital in the city of Sao Paulo, 
Brazil. Methods: An observational study involving patients > 18 years of age admitted to intensive care units 
and submitted to NTV. The reason for N1V use, type of mask, MTV regimen, adaptation to the mask, and reasons 
for non-adaptation to the mask were investigated. Results: We evaluated 245 patients, with a median age 
of 82 years. Acute respiratory failure was the most common reason for MTV use (in 71.3%). Total face masks 
were the most commonly used (in 74.7%), followed by full face masks and near-total face masks (in 24.5% 
and 0.8%, respectively). Intermittent N1V was used in 82.4% of the patients. Adequate adaptation to the mask 
was found in 76% of the patients. Masks had to be replaced by another type of mask in 24% of the patients. 
Adequate adaptation to total face masks and full face masks was found in 75.5% and 80.0% of the patients, 
respectively. Non-adaptation occurred in the 2 patients using near-total facial masks. The most common reason 
for non-adaptation was the shape of the face, in 30.5% of the patients. Conclusions: In our sample, acute 
respiratory failure was the most common reason for N1V use, and total face masks were the most commonly 
used. The most common reason for non-adaptation to the mask was the shape of the face, which was resolved 
by changing the type of mask employed. 
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Resumo 

Objetivo: ldentificar as interfaces de ventilacao nao invasiva (VNi) mais utilizadas e os eventuais problemas 
relacionados a sua adaptacao em pacientes criticos internados em um hospital na cidade de Sao Paulo, SP. 
Metodos: Estudo observacional, com pacientes acima de 18 anos admitidos nas unidades de pacientes graves 
que usaram VNi. Foram coletados a causa de uso da VNI, interface utilizada, esquema de uso da VNI, adaptacao 
e motivos para a falta de adaptacao a interface. Resultados: Avaliamos 245 pacientes, com media de idade de 
82 anos. A insuficiencia respiratoria aguda foi a causa mais frequente de uso da VNI (71,3%). A interface mais 
utilizada foi a mascara facial total (74,7%), seguida por mascara facial e mascara facial quase total (24,5% 
e 0,8%, respectivamente). Em 82,4% dos pacientes, a VNi foi utilizada por periodos. A adaptacao adequada 
a interface ocorreu em 76% dos pacientes. As mascaras tiveram de ser trocadas em 24% dos pacientes. 
Houve adaptacao adequada a mascara facial total e a mascara facial em 75,5% e em 80,0% dos pacientes, 
respectivamente. A adaptacao foi inadequada nos 2 pacientes que utilizaram a mascara facial quase total. A 
causa mais frequente da falta de adaptacao foi o formato da face, em 30,5% dos pacientes. Conclusoes: Nesta 
amostra, a insuficiencia respiratoria aguda foi a causa mais frequente de uso da VNI, e a mascara facial total 
foi a interface mais utilizada. A causa mais comum da falta de adaptacao a mascara foi o formato da face, que 
foi resolvida apos a troca da interface. 

Descritores: Ventilacao com pressao positiva intermitente; Mascaras; Insuficiencia respiratoria. 
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Introduction 

Acute respiratory failure (ARF) causes severe 
deterioration of gas exchange, which can result in 
the need for ventilatory support via orotracheal 
intubation (0T1). Ventilatory support via 0T1 is 
associated with a high risk of complications, such 
as tracheal stenosis and pneumonia. In contrast, 
noninvasive ventilation (1\I1V) has proven to be an 
effective modality in the treatment of respiratory 
failure of various causes. The use of N1V for 
the treatment of patients with ARF or chronic 
respiratory failure has certainly been one of the 
greatest advances in mechanical ventilation in 
recent decades. " _3) 

A safe and effective method in correcting 
the pathophysiological mechanisms of ARF, NTV 
reduces the work of breathing and improves 
oxygenation while simultaneous treatments 
address the causes of ARF.' 4 5 ' In some patients, 
however, NTV has limited effectiveness because 
of non-adaptation to the masks, significant air 
leaks, feelings of claustrophobia, aerophagy, and 
presence or risk of facial injuries. 161 In addition, 
the time spent by nurses and therapists on 
frequent mask adjustments, with the objective 
of preventing excessive leaks and providing 
adequate monitoring, generates an additional 
workload for the team. 171 

An effective NTV program must pay attention 
to detail, such as provision of training in N1V 
monitoring for caregivers and professionals, 
selection of an appropriate ventilatory strategy 
for each condition, and use of an appropriate 
mask for each patient. 171 

Few studies have compared the effectiveness 
of different types of masks in NTV. In addition, 
the appropriate mask for use in N1V has yet to 
be defined. 18 ' 91 

A recent study evaluated the use of three 
different masks— nasal masks, face masks, total 
face masks (TFMs)— by using an analog scale with 
questions related to comfort. In terms of leaks 
and nasal pain, TFMs showed better performance; 
however, there was a higher incidence of feelings 
of claustrophobia. It is of note that the study 
involved healthy individuals, which does not allow 
a full extrapolation of the results to patients 
whose clinical situation could also affect the 
adaptation to the masks." 01 

Another study examined the physiological 
effects of different masks in patients with either 
hypoxemic or hypercapnic ARF. Four different 



masks (two types of face masks, one type of TFM, 
and a mouthpiece) were considered, and patient 
respiratory effort during the use of each mask 
was evaluated on the basis of the dead space in 
each one. Although the researchers concluded 
that there were no major differences between 
the masks in terms of the work of breathing, 
they did not evaluate patient adaptation to the 
masks; rather, they evaluated patient respiratory 
effort. In addition, the masks used in that study 
are different from those used in our institution. 1 " 1 

Nasal and oronasal masks are the ones most 
commonly used for application of N1V in the 
hospital environment. In an attempt to improve 
patient comfort with and tolerance of N1V, new 
masks have become available in recent years, 
among which are TFMs, also known as "full 
face masks".' 11 

Because of their greater contact area with the 
face of the patient, TFMs have the advantage 
of minimizing air leak and allowing the use of 
higher inspiratory pressures, as well as minimizing 
skin injury associated with prolonged use of N1V, 
making it more comfortable for the patient to 
use them. 111 

In our institution, during patient care, we 
observed a considerable reduction in the rates of 
complications related to the use of TFMs, these 
being the masks of choice by the staff of the 
institution and also being the preferred masks by 
patients, with exceptions in case of intolerance 
or better adaptation to another type of mask, 
because many patients already received N1V at 
home and chose to use the same type of device. 

In a pilot study conducted in the units for 
critically ill patients in our institution, we observed 
that even TFMs caused adaptation problems, 
making it necessary to replace them by another 
type of mask in order to achieve better adaptation 
and, consequently, allow patients to take full 
advantage of N1V. A relevant finding in that 
pilot study was the fact that there was greater 
N1V mask use compliance in the 1CU than in 
semi-intensive care departments, such as the 
coronary care unit and the semi-intensive care 
unit, although the level of interference of the 
clinical status of the patient with this adaptation 
was not determined. 

In this context, we collected information 
about the use of N1V masks in our institution 
in order to identify the main types of patient- 
ventilator interface used by our patients, as well 
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as the problems related to the adaptation to such 
masks, on the basis of the views of the therapists 
who were responsible for monitoring patients 
and adapting them to their masks. 

Methods 

After the study design had been approved by 
the local ethics committee, all patients 18 years 
of age or older who received N1V in the lCLIs, 
coronary care unit, or semi-intensive unit of the 
Hospital Jsraeiita Albert Einstein, located in the 
city of Sao Paulo, Brazil, between August of 2009 
and July of 2011, were included in the study. 

Data were obtained by using a data collection 
form with specific questions, which were answered 
by the therapists who were responsible for 
monitoring patients and adapting them to their 
masks. Patients were not asked any questions, 
and this was an observational study, in which 
only those involved in the investigation were 
aware of its objectives. Therefore, for the physical 
therapists who were responsible for the direct 
care of patients, this was a blind study. 

A data collection form was filled out for each 
patient; however, the patients for whom IN IV use 
was discontinued and, after some time, resumed 
were included again, since their clinical status 
was different. In addition, if a given patient did 
not adapt to a given mask and this mask was 
replaced by another type of mask, the same 
criteria were reevaluated. 

The data collection form addressed the 
following items: patient age; reason for N1V 
use; type of mask; N1V regimen (continuous, 
intermittent, or nocturnal-only use); adaptation to 
the mask (adequate or inadequate); complications; 
and need to replace the mask by another type 
of mask. 

The data obtained were entered into and 
analyzed by using Excel spreadsheets, and all 
printed documents were filed in a folder specific 
to the study. 

Initially, with the objective of identifying 
the main types of masks used and the problems 
related to the adaptation to such masks, we 
conducted a descriptive exploratory analysis of 
all observed variables. Qualitative variables are 
expressed as absolute and relative frequencies. 
Quantitative variables are expressed as mean 
and standard deviation (normal distribution) or 
as median and range (non-normal distribution). 



In order to investigate the relationship 
between the variables age, reason for N1V use, 
type of mask, IN IV regimen, and adaptation to the 
mask, we generated scatterplots and calculated 
Pearson correlation coefficients, for variables with 
normal distribution, and Spearman's correlation 
coefficients, for variables with non-normal 
distribution. 

In order to study the influence of age, 
reason for N1V use, and INITV regimen on the 
likelihood of adequate adaptation to the masks, 
we adjusted these variables by using a multiple 
logistic regression model. All variables with a 
descriptive level of less than 0.20 in the univariate 
approach were included in the initial model. 

The level of significance was set at 0.05. 
The statistical program used was the Statistical 
Package for the Social Sciences, version 1 6.0 
(SPSS Inc., Chicago, 1L, USA). 

Results 

We evaluated 245 patients, with a median 
age of 82 years (range, 20-107 years; Table 1). 

The most common reason for IN IV use was a 
diagnosis of ARF (in 71.3°/o), followed by a need 
for exercise or lung expansion (in 10.2%), use 
after weaning from invasive mechanical ventilation 
(in 6.1%), and obstructive sleep apnea (in 8.6%), 
as shown in Table 1 . 

The most commonly used masks were TFMs 
(Philips Respironics, Murrysville, PA, USA), in 
74.7%; followed by face masks (Comfo mask; 
HS1NER Co. LTD., Taichung, Taiwan— Mirage; 
ResMed Corp., San Diego, CA, USA— and Comfort 
full; Philips Respironics), in 24.5%; and by near- 
total face masks (PerforMax; Philips Respironics), 
in 0.8% (Figure 1). 

Regarding the IN IV regimen, intermittent IN TV 
was the most commonly used (in 82.4%), followed 
by continuous N1V (in 10.6%) and nocturnal- 
only N1V (in 6.9%; Table 2). 

Adequate adaptation to the mask was found 
in 76% of the patients (Figure 1). INon-adaptation 
to the mask (in 24%) caused the type of mask 
to be changed until adequate adaptation was 
achieved. 

Adequate adaptation to TFMs was found 
in 75.5% of the patients, whereas adequate 
adaptation to face masks was found in 80.0% 
of the patients. Adequate adaptation to near- 
total face masks did not occur, perhaps due to 
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the fact they were seldom used, in only two 
patients (Figure 1). 

We found that the shape of the face, especially 
the nose contour, was the most common reason 
for non-adaptation, in 30.5°/o of the cases; 
followed by patient-reported discomfort, in 
28.8%; air leaks around the mask, in 27;7°/o; 
feelings of claustrophobia, in 1 8.6°/o; patient 
non-cooperation, in 10.1%; patient agitation, 
in 6.7%; facial trauma or injury, in 1.7%; type 
of fixation device or "halter", in 1.7%; and other 
reasons, in 1.7% (Table 2). 



been one of the greatest advances in the care 
of critically ill patients in recent years. 

The use of N1V leads to re-expansion of 
collapsed areas, improved gas exchange, and 
reduced work of breathing while simultaneous 
treatments address the causes of the respiratory 
failure. 

Our study showed that respiratory failure 
was the main reason for 1\I1V use. However, IN TV 
was also indicated for other purposes, such 
as lung expansion, being used as a thoracic 
expansion exercise for short periods during the 



Discussion 




Table 2 - Noninvasive ventilation (N1V) regimen and 






reasons for non-adaptation 


to the mask. 


The use ot 1NTV tor the control and treatment 




Variable 


Patients 


of ARF or chronic respiratory failure has certainly 


N1V regimen 








Intermittent 


202 (82.4) 


Table 1 - Characteristics of the 245 patients evaluated. 3 


Continuous 


26 (10.6) 


Characteristic 


Result 


Nocturnal 


17 (7.0) 


Age, years' 1 


82 (20-107) 


Reason for non-adaptation 




Gender 




Shape of the face 


75 (30.5) 


Male 


130 (53) 


Discomfort 


70 (28.8) 


Female 


1 1 5 (47) 


Leaks 


68 (27.7) 


Reason for noninvasive ventilation use 




Claustrophobia 


45 (18.6) 


Acute respiratory failure 


170 (69.4) 


Non-cooperation 


24 (10.0) 


Lung expansion 


44 (18.0) 


Agitation 


16 (6.7) 


Use after weaning from mechanical 


15 (6.1) 


Facial trauma 


4(1.7) 


ventilation 




Type of fixation device 


4(1.7) 


Obstructive sleep apnea 


37 (15.0) 


Others 


4(1.7) 



'Values expressed as n (°/o), except where otherwise indicated. 
b Value expressed as median (range). 




I Frequency 
I Adaptation 



Total face mask 



Face mask 



Near-total face mask 



Figure 1 - Frequency of use and adequate adaptation to different masks. 
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day and being used in the evening for improving 
gas exchange or for re-expansion of collapsed 
lung areas. In addition, in our study, nocturnal 
use of 1\I1V was mentioned as being indicated 
to minimize sleep apnea syndrome, as well as 
being indicated immediately after extubation, 
acting as an adjuvant in weaning from invasive 
mechanical ventilation. 

It is known that, for each purpose, a 1MTV 
regimen is tailored on the basis of its indication 
and the clinical status of the patient. In our study, 
intermittent 1NW, which consists of use for longer 
than one-hour periods in the morning, afternoon, 
and evening, was the most common regimen. 
The clinical status of the patients who used 
continuous 1NTV was more severe, and removal of 
1N1V was allowed only for feeding, oral hygiene, 
expectoration, and aspiration of secretions. The 
nocturnal regimen was administered only to 
patients who had been diagnosed with obstructive 
sleep apnea and presented with an indication 
for N1V use. 

These findings are important in order to 
understand the major indications for N1V use 
and its frequency of use. However, it is of note 
that an inappropriate choice of the mask or poor 
adaptation of patients to their masks might affect 
treatment outcomes. An effective treatment plan 
using N1V must pay attention to detail, one of 
which is the use of an appropriate type of mask 
for each patient. 171 

Our study focused on adequate adaptation 
of patients to their masks, considering their 
comfort, because adequate adaptation to the 
mask allows higher compliance with the N1V 
program proposed, positively contributing to 
the clinical course. 

Mask intolerance can be an important factor 
in 1\I1V failure, as demonstrated in a study by 
Conti et al., 1 ' 21 who compared the efficacy of NTV 
delivered via a face mask with that of 1NTV delivered 
via a helmet in ARF patients after abdominal 
surgery. Regardless of the type of mask used, 
oxygenation improved, as did RR, HR, systolic 
blood pressure, and ventilation parameters. 
However, the incidence of N1V complications, 
such as mask intolerance, leaks that compromise 
ventilation, and ventilator-associated pneumonia, 
was higher in the group using face masks than 
in the group using helmets. 

In another study, Kwork et al.' 131 evaluated 
tolerance of oronasal and nasal masks in patients 



with ARF. The success rate tended to be higher 
with the use of oronasal masks, but without 
statistical significance. Once again, oxygenation, 
RR, and HR improved in both groups; however, 
intolerance of or non-adaptation to the mask 
was higher in the group using nasal masks. 

Chacur et al." 4) compared the use of TFlVIs 
with that of traditional face masks in terms 
of changes in clinical parameters, oxygenation 
parameters, levels of ventilatory support, and 
incidence of 0T1. The group using TFlVIs showed 
better adaptation and therefore tolerated N1V 
for longer periods than did the group using face 
masks. In contrast, there were no significant 
differences in clinical course. 

Recent guidelines for the use of 1NI1V mention 
two randomized controlled studies that compared 
the use of nose masks with that of orofacial 
masks, and, although no differences were found 
in the rates of 0T1 or mortality, oronasal masks 
were better tolerated by patients." 51 

In our study, adequate adaptation to the mask 
employed was found in 76% of the cases. For the 
patients (24%) who did not adapt to the mask 
of choice, the type of mask was changed until 
adequate adaptation was achieved. The most 
commonly used type of mask was TFlVIs, which is 
an expected finding, because, in our institution, 
TFlVIs have been defined as the mask of choice 
by the staff on the basis of care observation. 

Analyzing adaptation to the types of mask 
separately, we found adequate adaptation to TFlVIs 
in 75.5% of the cases and adequate adaptation to 
face masks in 80.0% of the cases. Therefore, we 
observed that both types of mask are options that 
can be used in IN IV, and that the acceptance of 
either one can vary with each patient, depending 
on their clinical and physical status, or even on 
their personal preferences. 

Considering that the shape of the face was 
the main reason for non-adaptation, we found 
that it is difficult to define a type or standard 
of mask that can fit all anatomical variations. 
Face masks are available on the market in various 
types and sizes; however, TFlVIs are available in 
a limited range of sizes, which made it difficult 
for patients with smaller- or larger-than-average 
faces to adapt to their masks. 

We found that some reasons for non-adaptation 
to the mask, such as respiratory distress, air leaks 
around the mask, type of fixation device, and 
facial trauma or injury, were associated with the 
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use of a type or size of mask that was inadequate 
to fit the face of the patient. 

In addition, we found that feelings of 
claustrophobia, patient agitation, and patient 
non-cooperation because of their personal situation 
or condition can be resolved, in most cases, by 
changing the type of mask employed. 

In conclusion, it is important to evaluate 
patient adaptation to their masks in order to 
ensure an effective NTV compliance program and 
treatment success. In the present study, ARF was 
the main reason for N1V use, and TFMs were the 
most commonly used, with satisfactory patient 
adaptation, followed by face masks. The main 
reasons for non-adaptation to N1V were the 
shape of the face of the patient, patient-reported 
discomfort with the use of the mask, respiratory 
distress, and air leaks around the mask. These 
problems were resolved by changing the type 
of mask employed. 
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